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[57] ABSTRACT 

A method and apparatus for inserting and moving a 
sensing assembly with a mechanical positioning assem- 
bly to a desired remote location of a surface of a speci- 
men under test and measuring angle and/or deflection 
by sensing the change in the impedance of at least one 
sensor coil located in a base plate which has a rotatable 
conductive plate pivotally mounted thereon so as to 
uncover the sensor coil(s) whose impedance changes as 
a function of deflection away from the center line of the 
base plate in response to the movement of the rotator 
plate when contacting the surface of the specimen 
under test. The apparatus includes the combination of a 
system controller, a sensing assembly, an eddy current 
impedance measuring apparatus, and a mechanical posi- 
tioning assembly driven by the impedance measuring 
apparatus to position the sensing assembly at a desired 
location of the specimen. 

19 Claims, 4 Drawing Sheets 
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METHOD AND APPARATUS FOR DEFLECTION 
MEASUREMENTS USING EDDY CURRENT 
EFFECTS 

ORIGIN OF THE INVENTION 

The invention described herein was made by an em- 
ployee of the United States Government, and may be 
manufactured and used by or for the Government for 
governmental purposes without the payment of any 
royalties thereon or therefor. 

BACKGROUND OF THE INVENTION 

This invention relates generally to eddy current test- 
ing methods and apparatus, and more particularly to an 15 
eddy current type of method and apparatus for measur- 
ing deflection profiles, radius of curvature, and the like. 

Angle, displacement and deflection measurements 
based on dimensional, electromechanical, gravitation 
and other principles are generally known and hereto- 20 
fore have used a variety of apparatus such as dowel 
pins, machine gauges, capacitance devices and linear 
variable differential transformers. 

Eddy current type surface probes are also known. In 
such apparatus, eddy currents are produced in an elec- 25 
trically conductive test piece by a coil through which 
an alternating current flows, and as a result of the eddy 
currents produced therein, impedance of the coil and 
the voltage applied to the coil are changed and thus the 
measurement of a particular characteristic of the surface 30 
is determined by a measured change in impedance of the 
sensor coil. However, state of the art angle and dis- 
placement measuring devices are normally operator 
dependent and typically require direct line of sight or 
line of measurement accessibility of the specimen and 35 
thus cannot be used in the interior of elongated closed 
structures such as curved metal pipes or tubes. 

SUMMARY 

It is therefore a primary object of the present inven- 40 
tion to provide an improvement in eddy current testing 
methods and apparatus. 

It is a further object of the invention to provide an 
improved eddy current method and apparatus for mea- 
suring deflection, profile and radius of curvature of an 45 
object. 

It is another object of the invention to provide im- 
provement in eddy current testing method and appara- 
tus for making angle, displacement and deflection mea- 
surements on a relatively inaccessible surface of a sped- 50 
men under test. 

And it is yet another object of the invention to pro- 
vide an improvement in eddy current testing methods 
and apparatus for making deflection measurements on 
the interior of a tube accurately and reliably without 55 
operator intervention. 

Briefly, the foregoing and other objects are achieved 
by inserting and moving a sensing assembly with a me- 
chanical positioner to a desired remote location of a 
surface of a specimen under test and measuring angle 60 
and/or deflection by sensing the change in the impe- 
dance of at least one sensor coil located in a base plate 
which has a rotatable sensor plate pivotally mounted 
thereon so as to uncover the sensor coil(s) whose impe- 
dance changes as a function of deflection away from the 65 
center line of the base plate in response to means 
mounted on the rotator plate contacting the surface of 
the specimen under test. The apparatus involved in- 
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eludes a system controller, a sensing assembly, an eddy 
current impedance measuring apparatus, and a mechani- 
cal probe pusher or crawler driven by the position con- 
troller to position the sensing assembly at a desired 
5 location of the specimen. 

BRIEF DESCRIPTION OF THE DRAWINGS 

The following detailed description will be more 
readily understood when considered together with the 
10 accompanying drawings wherein: 

FIG. 1 is an electrical-mechanical block diagram of a 
preferred embodiment of apparatus for implementing 
the subject invention; 

FIG. 2 a top elevational view of a relatively simple 
single coil eddy current deflectometer which can be 
used to implement the subject invention; 

FIG. 3 is a top planar view of a dual sensor coil eddy 
current deflectometer similar to that shown in FIG. 2; 

FIG. 4 is a characteristic curve illustrative of eddy 
current signal amplitude as a function of deflection 
angle in an current deflectometer; 

FIG. 5 is a top elevational view of a single coil eddy 
current deflectometer particularly adapted for use in 
connection with a pipe or tube angle measurement 
shown in FIG. 1; and 

FIG. 6 is a top elevational view of a double coil con- 
figuration of the deflectometer shown in FIG. 5. 

DETAILED DESCRIPTION OF THE 
INVENTION 

Referring now to the drawings and more particularly 
to FIG. 1, the block diagram shown thereat is generally 
illustrative of a system, in accordance with the subject 
invention, for making deflection angle and displacement 
measurements at a remote location, for example, within 
a length of pipe or tubing 10 utilizing an eddy current 
testing technique, the general principles of which are 
well known. The system utilizes an eddy current deflec- 
tionmeasuring assembly 12 which is inserted into the 
tube 10 and mechanically driven to a desired location 
without operator intervention by means of a probe 
pusher assembly 14 which can be in the form of a 
crawler which is propelled by a driver device 15 con- 
trolled in response to positional control signals received 
from an external controller 16 coupled to a digital com- 
puter 18 having a video (CRT) display unit 20 associ- 
ated therewith. The computer 18 is used primarily for 
mechanical control, data acquisition, processing and 
analysis. When desirable, the crawler 14 and the driver 
15 can be integrated into a single unit. 

The eddy current sensing assembly 12 is coupled to 
the computer 18 through an impedance meter 22 for 
measuring the impedance change in at least one eddy 
current sensing coil 24 whose electrical impedance 
characteristic changes in response to changes in eddy 
currents induced by the coil 24 when partially covered 
by the electrical conductive plate 30 in a corresponding 
deflected region of the tube 10 at the location of the 
sensing assembly 12. 

In its simplest and most generalized form, the sensor 
assembly 12 can be configured as shown in FIG. 2, and 
is comprised of, for example, an electrically nonconduc- 
tive base plate 26 of generally rectangular configuration 
which is mounted on or connected to a pusher unit, not 
shown. Further, the base plate 26 includes a single eddy 
current sensor coil 24 located toward one end thereof. 
The sensor coil 24, moreover, is circular in transverse 
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cross section and has a generally flat upper surface 
which is at least flush with or below the top surface 28 
of the base plate 26 so that a rotatable conductive top 
plate 30 can be pivotally mounted thereon by means of 
a pivot pin 32 or the like. The upper plate 30 is also of 5 
generally rectangular configuration and having a length 
(including pointer element 34) at least equal to that of 
the base plate 26 but is reduced in width relative 
thereto. However, the width dimension of the upper 
plate 30 is at least equal to the diameter of the sensor 10 
coil 24 so that it can completely cover the sensor coil 24 
when oriented with a zero deflection angle 8 as shown 
by the phantom lines. In this position, the lower and 
upper plates 26 and 30 are mutually aligned. 

The upper plate 30, moreover, includes a pointer 15 
element 34 which extends longitudinally outwardly 
from the front edge 36 of the plate 30 for a predeter- 
mined length “a” and having a relatively sharp tip 38 at 
the far end which is used to contact a surface of a speci- 
men under test, not shown, which operates to deflect 20 
the pointer 34 including the top plate 30 and thus expose 
a surface portion of the sensor coil 24 as a function of 
deflection angle 0 . A change in the impedance of the 
sensor coil 24 results depending upon the amount of the 
sensor coil 24 which is exposed. This provides a means 25 
for providing angular measurement. 

A variation of this type of the eddy current sensing 
assembly is shown in FIG. 3 and comprises the sensor 
assembly 12'. It differs from the sensor assembly 12 
shown in FIG. 2 by the inclusion of a second coil 40 in 30 
the base plate 26 and which is located symmetrically 
opposite the sensor coil 24 and between the top plate 30 
when in the position as depicted by the phantom lines, 
i.e. # = 0°. As a result of the inclusion of the second coil 
40, the width of the bottom plate 26 must necessarily be 35 
widened to accommodate both coils 24 and 40 being 
mounted therein. In all other respects, the two sensing 
assemblies 12 and 12' are identical. The single coil ar- 
rangement 12 provides an absolute eddy current sensing 
configuration, whereas the two coil arrangement shown 40 
in FIG. 3 can provide a differential arrangement for 
providing a relationship between signal amplitude and 
deflection as well as providing directional information 
of the deflection (±). 

While the design of the coils 24 and 40 are shown 45 
being circular in configuration, other designs involving 
coil shape and size can be utilized depending upon the 
range, sensitivity and accuracy required. Also, the sens- 
ing assemblies 12 and 12' can be designed to accommo- 
date the specific specimen geometries being measured. 50 
Also, when desired, mechanical attachments can also be 
designed and incorporated with the sensing assembly. 

Signal amplitude as a function of deflection angle 6 is 
shown in FIG. 4. With the signal amplitude being a 
normalized value, the graph as depicted in FIG. 4 repre- 55 
sents a calibration curve for the system by measuring 
the eddy current response with respect to ± angle 0 
and can be obtained empirically since displacement is 
directly proportional to distance “a” times the sine of 
any $ (FIG. 3). 60 

This now leads to the preferred embodiments of the 
invention which are shown in FIGS. 5 and 6. Referring 
first to FIG. 5, shown thereat is a single coil configura- 
tion for pipe/tube deflection measurement and which is 
also shown in FIG. 1. The sensor assembly 12 is now 65 
comprised of a T-shaped assembly whose base plate 26 
includes not only a generally rectangular body portion 
42, but a pair of outwardly extending arm members 44 
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and 46 to which is attached a pair of rollers or wheels 48 
and 50, The rollers 48 and 50 are adapted to contact the 
inside surface 11 (FIG. 1) of a tube or pipe 10 and hav- 
ing a top plate 30 including an elongated body portion 
52 which is secured to the base plate 26 by means of the 
pivot 32 which is now located tandem to an eddy cur- 
rent sensing coil 24 and in line with rollers 48 and 50. 
The width of the body portion 52 is at least equal to the 
diameter of the cross sectional dimension of the sensing 
coil 24 and terminates in a forwardly located cross 
member 54 which has a pair of rollers 56 and 58 at- 
tached to the outward extremities thereof. Thus as the 
sensing assembly 12 is moved through the pipe 10, the 
front rollers 56 and 58 follow the inside surface 11 of the 
pipe and cause the top plate member 30 to pivot either 
to the left or right and uncover a portion of the sensing 
coil 24 in the same manner as was described with re- 
spect to the sensing coil configuration shown in FIG. 2. 

The crawler assembly 14 is shown comprised of a 
body member 60 which is generally of the same length 
as the combined length of the sensing assembly 12 and 
having forward and aft cross members 62 and 64 having 
pairs of rollers 66, 68 and 70, 72 attached thereto in the 
same fashion as the sensing assembly roller members 48 
... 58. The crawler assembly 14 is propelled forward 
and backward by the driver 15 shown in FIG. 1. Both 
of the cross arm members 62 and 64 additionally include 
upward extending spacer members 74 and 76 for stabi- 
lizing the crawler assembly during its travel in the tube 
or pipe 10. 

Referring now to FIG. 6, shown thereat is a double 
coil configuration similar to that shown in FIG. 3 but 
comprising the components shown in FIG. 5. However, 
now a second sensing coil 40 is added with both coils 24 
and 40 being located symmetrically on either side of the 
forwardly extending body member 52 of the upper plate 
30, In operation, as the sensing assembly 12' traverses a 
curved portion of the tube or pipe 10, the forwardly 
extending body portion 52 of the top plate member 30 
will cover a portion of one of the sensing coils, depend- 
ing upon the radius of curvature of the tube portion 
being traversed. Thus if the top plate 30 pivots to the 
right, a portion of sensor coil 40 will be covered, while 
if the top plate 30 pivots to the left, that portion of the 
sensor coil 24 will be covered in the same fashion as the 
configuration shown in FIG. 3. 

The apparatus according to the subject invention is 
fully automated and is particularly adapted for remote 
sensing and because of its unique configuration, is stable 
for relatively long periods of time and does not require 
line of sight or line of measurement of the specimen. 

Having thus shown and described what is at present 
considered to be the preferred embodiments of the in- 
vention, it should be noted that the same has been made 
by way of illustration and not limitation. Accordingly, 
all modifications, alterations and changes coming 
within the spirit and scope of the invention are herein 
meant to be included. 

I claim: 

1. A method of automatic eddy current testing for 
determining angular deflection at a predetermined loca- 
tion of a specimen, comprising the steps of: 

(a) attaching a sensing assembly including at least one 
eddy current sensing coil to a propulsion device, 
said sensing assembly including means adapted to 
cover and uncover said eddy current sensing coil 
for varying the amplitude of an output signal from 
said eddy current sensing coil as a function of the 
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deflection of said means for varying the amplitude, 
said means contacting the specimen at said prede- 
termined location thereby uncovering said eddy 
current sensing coil; 

(b) positioning the sensing assembly in the vicinity of 5 
said predetermined location; 

(c) generating eddy currents in the specimen by said 

eddy current sensing coil at said predetermined 
location and measuring the amplitude of said out- 
put signal; 10 

(d) moving the sensing assembly under remote con- 
trol in a predetermined travel path at said predeter- 
mined location; 

(e) sensing the amplitude change of said output signal 

resulting from said step of moving; and 15 

(0 determining said angular deflection as a function 
of said amplitude change. 

2. The method of claim 1 wherein said step (b) of 

positioning the sensing assembly comprises positioning 
by remote control. 20 

3. The method of claim 1 wherein said step (f) of 

determining a measure of angular deflection comprises 
generating a deflection profile of the specimen from 
repetitive measurements of said amplitude change at 
said location. 25 

4. The method of claim 1 wherein said step (b) of 
positioning comprises positioning the sensor assembly 
with a mechanical propulsion assembly. 

5. The method of claim 1 wherein said sensing assem- 
bly includes a pair of eddy current sensing coils and said 30 
step (e) of sensing amplitude change comprises measur- 
ing differentially amplitude change as a function of 
output signals from said pair of sensing coils. 

6. The method of claim 1 wherein said step (f) of 
determining said angular deflection comprises deter- 35 
mining a radius of curvature of said specimen at said 
predetermined location from a three point data set of 
said output signals. 

7. An eddy current for making angular measurements 
of a specimen without human intervention, comprising: 40 

(a) a system controller generating signals for effecting 
mechanical control of the system and controlling 
data acquisition, processing and analysis; 

(b) an eddy current sensing assembly including a base 
member having at least one eddy current sensing 45 
coil located thereon, and a rotatable member pivot- 
ally mounted on the base member for covering and 
uncovering the sensing coil as a function of the 
mutual rotation of said base member and said rotat- 
able member, and further having means secured to 50 
the rotatable member for contacting a surface of 
the specimen thereby providing rotation of said 
rotatable member; 

(c) a mechanical propulsion assembly attached to the 
sensing assembly for locating and moving the sens- 55 
ing assembly at a predetermined location relative 

to the specimen; 

(d) positioning assembly control means responsive to 

signals from said system controller for controlling 
the movement of the propulsion assembly; 60 

(e) impedance measuring means controlled by signals 
generated by said system controller and being cou- 
pled to said sensing coil for measuring impedance 
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change in said sensing coil whose electrical impe- 
dance characteristics change in response to 
changes in eddy currents generated by said coil as 
a function of said mutual rotation; and 

(0 means coupled to said system controller for gener- 
ating an indication of said mutual rotation from said 
impedance change in said sensing coil so as to pro- 
vide an angular measurement at said location of 
said specimen. 

8. The system of claim 7 wherein said means for con- 
tacting the surface of the specimen comprises means 
extending outward from a forward portion of said rotat- 
able member. 

9. The system of claim 7 wherein said sensing coil is 
generally circular in cross section, said circular cross 
section facing said rotatable member. 

10. The system of claim 7 wherein said at least one 
sensing coil is located so as to be substantially covered 
by said rotatable member when said base member and 
said rotatable member are mutually aligned along a 
common central axis. 

11. The system of claim 10 and additionally including 
at least one other eddy current sensing coil located on 
said base member so as to be substantially uncovered by 
said rotatable member when said base member and said 
rotatable member are mutually aligned along said com- 
mon central axis. 

12. The system of claim 7 wherein said system con- 
troller comprises a digital apparatus and wherein said 
eddy current sensing assembly includes a pair of differ- 
entially operating eddy current sensing coils. 

13. The system of claim 12 wherein said pair of sens- 
ing coils have generally circular cross sections facing 
said rotatable member. 

14. The system of claim 13 wherein one coil of said 
pair of sensing coils is offset to one side of a central 
longitudinal axis common to both said base member and 
said rotatable member, and wherein the other coil of 
said pair of sensing coils is also offset from said central 
axis and symmetric with said one coil. 

15. The system of claim 14 wherein said one coil is 
covered and said other coil is uncovered when said 
rotatable member and base member are mutually 
aligned along said central longitudinal axis. 

16. The system of claim 15 wherein said pair of sens- 
ing coils are of substantially the same size. 

17. The system of claim 15 wherein said means for 
contacting said surface of the specimen comprises a 
relatively thin elongated member located along said 
central longitudinal axis and having a pointed end for 
contacting the surface of said specimen and rotating 
said rotatable member. 

18. The system of claim 15 wherein said rotatable 
member comprises a T-shaped member including a 
forwardly located area member having roller means 
secured to the outer ends thereof. 

19. The system of claim 17 wherein said base member 
includes a body portion and a pair of arm portions ex- 
tending outwardly from said body portion and having 
roller means secured to the outer ends of said arm por- 
tions. 

* * * * * 
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